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CHAPTER 1 


INTRODUCTION 


Motivation 

As an aid to the Center for Intelligent Robotic Systems for Space 
Exploration's (CIRSSE's) dual PUMA 560 robot arm testbed at Rensselaer, 
research concerning the amount of error in ultrasound distance 
measurements has been carried out to enable further research and design of 
an arm collision avoidance system. An external collision avoidance system, 
which does not depend on internal arm location data from encoders, 
provides a redundant method for determining arm locations and therefore a 
more reliable method for avoiding collisions. 

Using a time-of-flight method for measuring the distances between 
ultrasonic transducers mounted on the robot arms, the 3-space location of 
those transducers, and hence, the distance between the arms can be 
determined. Determining the bounds of the error in the distance 
measurements enables the determination of how accurately the 3-space 
locations on the arms can be known, and therefore how efficiently and exactly 
a collision avoidance system can determine if a collision will occur. 


General Problem Solution 

Determining the 3-space location of the arm joints in the testbed can be 
accomplished through the use of ultrasonic transducers. Each arm joint of 
interest has a transmitting unit associated with it which transmits an 
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ultrasonic tone burst. The tone burst is received by a grouping of ultrasonic 
microphone receivers set up in a known configuration. Based on the time 
during which the tone burst travels from the transmitter to the receiver, a 
slant range can be determined by the simple relation D = ct where D is the 
slant range between the transmitter and receiver, c is the speed of the sound 
wave in air, and t is the time of flight necessaiy for the received tone burst to 
travel from the transmitter to a given receiver. 

Using a 3-space Cartesian coordinate system a minimum of three slant 
range measurements are required to determine each 3-space location. For the 
most basic collision avoidance system, at least two sets of measurements, each 
taken with respect to a given point on each arm, are required. Finding the 
distance between these two points determines the proximity of the arms and 
can alert a collision avoidance system should the distance fall below a 
predetermined threshold. More accurate and robust collision avoidance can 
be accomplished by placing an individual transmitter at additional points of 
interest on each arm. Determining the 3-space locations of these additional 
points of interest, and taking the distances between these points provides 
better knowledge of the location of each arm with respect to the other and 
allows a more accurate collision avoidance system to be developed. 

In order to avoid time- and/or frequency-multiplexing issues, and as 
the main intent of this research is to determine error bounds on the accuracy 
of ultrasonic 3-space measurements, emphasis is placed on accurately 
obtaining only one set of slant ranges. An ability to determine the upper 
bound on the measurement error leads to the formulation of methods to 
minimize the inaccuracy of ultrasonic distance measurements. The results of 
this work can then be extended to the design of a fully functional collision 
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avoidance system which accurately obtains multiple sets of slant ranges for a 
more accurate determination of collision danger. 


Outline of Thesis 

The presentation of research is provided in the following five chapters. 
Chapter 2 presents the necessary background information and definitions for 
general work with ultrasound and acoustics. It also discusses the basis for 
errors in the slant range measurements. Chapter 3 presents a method of 
problem solution and an analysis of the sensitivity of the equations to slant 
range measurement errors. It also presents various methods by which the 
error in the slant range measurements can be reduced to improve overall 
measurement accuracy. Chapter 4 provides a description of a type of 
experiment used to test the analytical solution and provides a discussion of its 
results. Chapter 5 discusses the setup of a prototype collision avoidance 
system, discusses its accuracy, and demonstrates various methods of 
improving the accuracy along with the improvements' ramifications. 
Finally, Chapter 6 provides a summary of the work and a discussion of 
conclusions drawn from it. Additionally, suggestions for further research are 
made to improve upon what has been presented here. 
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CHAPTER 2 


BACKGROUND 


Ultrasound 

In order to accurately measure distances for the problem at hand, using 
non-mechanical measurement methods, the simple time of flight principle is 
utilized 

D = ct (2.1) 

where t is the time necessary for a wave traveling at speed c to traverse a 
distance D. 

Several options exist for the design of a non-mechanical measurement 
system, and depend solely on the type of wave chosen to be emitted to 
measure its time of flight. One option is to use wave emissions in the electro- 
optical spectrum; however, since they travel at the speed of light, 2.1 shows 
that their time of flight over short distances where c » 3 x 10 8 m/s will be on 
the order of 10' 12 seconds for mm accuracy and may be difficult to measure 
accurately. On the other hand, if acoustic waves are used, which travel at the 
speed of sound (c * 340 m/s), the time of flight measurements are easier to 
make as they require timing accuracy on the order of 10' 6 seconds for mm 
accuracy. 

Acoustic waves consist of both audible and inaudible frequencies. The 
human ear is only able to detect sounds in the frequency range of 
approximately 20 Hz to 20,000 Hz; humanly inaudible frequencies emitted 
above 20 KHz are defined as ultrasonic frequencies. Ultrasound is a useful 
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tool for measuring distances mainly because its frequencies allow time of 
flight measurements to be made more easily than electro-optical frequencies, 
and also because of its insusceptibility to ambient noise within its acoustic 
environment. This study proposes to determine how accurately ultrasound 
can be used to compute distances via the time of flight measurement method. 
While multiple factors affect the propagation of a sound wave through a 
given medium, emphasis is placed on those factors which most directly limit 
the accuracy of ultrasound-based distance measurements. 


Speed of Sound in a Medium 

The expression for the speed of sound in air is commonly given as 

c=(12/p)V2 (2.2) 

where p is the density of the medium, and fi is the adiabatic bulk modulus of 
the medium[l], 12 is defined as: 

fi = (y-0.1e)P (2.3) 

where y is the ratio of specific heats (1.402 in air) and e is the vapor pressure 
within the medium[l][2]. 

The speed of sound depends on many factors. Changes in temperature, 
relative humidity, and pressure all affect the speed of sound within an 
environment. For the purposes of this study, pressure changes will not be 
studied as the assumption is made that pressure is constant throughout the 
medium and therefore induces no changes in the speed of sound. 
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Changes in the speed of sound due to changes in the medium's 
temperature arise from the following interpretation of equations 2.2 and 2.3. 
The relation for p which states that 

p = po Zll _L (2.4) 

K Po 

where p and po are the instantaneous and constant equilibrium densities of 
the medium; K is the temperature of the medium in °K; and P and Po are the 
instantaneous and constant equilibrium pressures of the medium shows that 
2.2 can be rewritten as 

c = (JL J L _£o-) 1/2 (2-5) 

(po 273 P )*/2 

Equation 2.5 then reduces to 

c = cn (T + 273) 1 / 2 (2.6) 

(273) !/ 2 

after noting that K can be written as T + 273, where T is the temperature of the 
environment in °C, and co is the speed of sound in air at CPC. 

Humidity plays a role in changing the speed of sound within a 
medium. Changes in the speed of sound due to changes in the medium's 
humidity arise from another interpretation of equations 2.2 and 2.3. 
Substituting 2.3 into 2.2 gives 

c = ((y- Q.le) p t/2 (2.7) 

p 1/2 
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Changes due to humidity directly affect the vapor pressure, e, which, in turn, 
affect the speed of sound. The relation between humidity and vapor pressure 
is given as 

H (%) = (100%) (£p) (2.8) 

e 

where H is the relative humidity, Pp is the partial pressure of the water vapor 
in the medium, and e is the vapor pressure at the same temperature [3]. The 
relation between Pp and e is such that at any given temperature 

0 < Pp < e. 

Knowing this relation enables a substitution of Pp for e in equation 2.7. Table 
2.1 shows a partial listing of measured vapor pressures for water at different 
temperatures. 


T (°C) 

5 

e (10 Pa) 

0.0 

0.00610 

5.0 

0.00868 

10.0 

0.0119 

15.0 

0.0169 

20.0 

0.0233 

40.0 

0.0734 


Table 2.1 — Vapor Pressure of Water 

Holding all other factors constant and varying Pp from [0, e] allows an 
examination of how c changes with Pp over the given range. From the 
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values listed in Table 2.1 it is obvious that in the temperature range of 
interest, [15°C, 25°CL contributions of Pp are minimal and the 0.1 e term can be 
neglected; thus reducing equation 2.7 to the results of 2.6. This means that 
changes in c depend much more on changes in temperature than on changes 
in humidity. Additionally, the changes in c due to its dependency on 
temperature means that many temperature changes along the acoustic wave's 
path will affect the speed of the wave at many points from emission to 
detection and will require finding ways of handling the error-inducing 
temperature gradients. 

Further information concerning the derivations of the speed of sound 
within a given medium, and the effects of a dynamic environment on that 
speed can be found in references [1] to [9]. 
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CHAPTER 3 


SOLUTION AND ANALYSIS 


Problem Solution 

The solution to the collision avoidance problem requires accurate 
determination of a specific point in 3-space using ultrasonic distance 
measurements (slant ranges). While a minimum of three slant ranges is 
required to determine the 3-space location in a Cartesian coordinate system, a 
fourth slant range is included in this analysis. The additional slant range is 
not necessary to solve the system; however, its addition reduces the number 
of variables in the expression of one of the 3-space location components (Dz 
for example) to fewer than the number of variables in the expression for Dz 
which is not based on the additional slant range measurement. A reduction 
in the number of variables in the expression reduces the number of variables 
in the corresponding derivative expression, thereby simplifying the analysis 
of error propagation in that 3-space location component. 

Figure 3.1 demonstrates the geometrical setup of the solution. The 
location of the ultrasonic transducer source is given at point S along the Z 
axis of the coordinate system. The ultrasonic receivers are located at points Pi 
through P4. The distances between the transducer and the ultrasonic 
receivers are given by Li through L4. Finally, the distances di2, d23, and d24 
indicate the known distances between the receiver points Pi and P2, P2 and P3, 
and P2 and P4 respectively. The distances Dx, Dy, and Dz are the X, Y, and Z 
components of S's displacement from point Pi, which can be found as shown. 
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Figure 3.1 — Geometrical Setup of Solution 

From Figure 3.1, Dx can be determined from the relationship: 

Dx = L2COSCC2 (3.1) 

additionally, by the law of cosines: 

COS (X2 = L2 2 -±-£i23 2 -cI-3 2 (3.2) 

2 L 2 d23 
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so that Dx can be found as: 


Dx = L2 2 ^23 2 ^-L3 2 0.3) 

2 d23 

In the same manner, similar equations for both Dy and Dz can be 
found as: 

Dy=Licosai (3.4) 

and 


Dz = L 2 cos CC 3 (3.5) 


These equations further reduce to: 

Dy = Ll 2 -+-dl2 2 .r-L2 2 ( 3 - 6 ) 

2 di2 

and 

Dz = L? 2 + d? a 2 _-_Li 2 (3.7) 

2 d24 


Sensitivity Analysis of Solution 

The accuracy of all of the distance equations above depends solely on 
the accuracy with which the slant ranges are measured. The use of the 
relation D = ct implies that the slant range measurement errors will occur due 
to errors in the measurements of sound velocity or flight time. In practical 
use, the flight time measurement error is minimal and can be ignored. The 
speed of sound, however is subject to more substantial measurement errors 
since it varies with any temperature changes along the acoustic wave's path. 
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Recall that from previous work in Chapter 2 


c= c 0 (T + 273) V 2 (3.8) 

(273) 1/2 

where co is the velocity of sound in air at 0 °C; that is co ** 331.18 m/s. 

Taking the derivative of 3.8 gives the change in speed of sound due to 
the change in temperature of the environment as: 

dc = £o_ 1273) I/ 2 dl (3-9) 

2 (T + 273)1/2 273 

If the assumption is made that the temperature in the environment 
falls in the range [59°F, 77°F] or [15°C, 25°C] then in the worst case the 
measurement of T could be in error by 18°F or 10°C. If this is the case then the 
graph of dc becomes as Figure 3.2: 



1 23456789 10 11 12 

dT (°C) 


Figure 3.2 — Relation Between dc and dT 
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Therefore, for 


dc = 331.18 _I2Z21_ 1/2 dT (3.10) 

546.00 (T + 273)1/ 2 

with dT = 10°C and T = 15°C, for the assumptions given, the maximum value 

for dc (dCmax) * 5.9055 m/s. 

Thus the maximum relative error for c is: 

dc = 5.9055 m/s * 0.1736 (3.11) 

c 340.1567 m/s 

and the maximum percentage error for c is: 

dc (1007o) » 1.7361% error in c (3.12) 

c 

Now, to find the error in the slant range measurements, 4 recall the 
relationship used to find 4 namely equation 2.1 which is rewritten here as: 

Lj-tiC (3-13) 

where the distance, D, has been rewritten as the i th slant range, 4 and the 
time of flight, t, as the i th time of flight tj, since each slant range has its own 
unique time of flight measurement with which it is associated. Further, 
taking the derivative of 3.13, the change in the i th slant range, d4 due to a 
change in the velocity of sound in the environment can be found as: 

d4 = tidc (3.14) 

where tj is treated as an exact constant under the assumption that any 
equipment that would be used to measure the time of flight would do so with 
a high enough accuracy so that any error in tj could be neglected. 
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Note that a maximum dL (dLm ax ) will occur at a large distance. This is 
because the time of flight, t, will be greater for a larger distance, and the dc max 
term as shown above will not change over distance, and therefore will only 
affect dL as a constant. Now, if the ranges of measurement are limited to 
distances of L < 3 meters then the time, tj, will be determined by the equation 

ti<2H (3.15) 

c 

which has a plot of: 



Figure 3.3 — Relation between Time of Flight and Speed of Sound 

Note that at the values of c in question — that is from -340.16 m / s to 
-346.01 m/s — the values of tj in the plot of Figure 3.3 range from -8.8194 ms 
to -8.6703 ms so that the value of tj acts as a magnitude-reducing scale factor 
in 3.14. Thus, for the sound velocity range in question t ma x * 8.8194 ms. 
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Now, recalling that the value for dc max occurs when T = 15°C, the 
maximum dL (dLmax) will occur under the same conditions with the time of 
flight at t max . Thus, if the value of dc in 3.14 is expanded dL becomes 

dL = tj 331.18 m/s (2721 dT (3.16) 

546°C (T+273) 1 /2 

and replacing with t m ax and dc with dc m ax as given above gives dLmax as: 

dLmax * (0.008819 s) (5.9055 m/s) (3.17) 

so, 

dLmax * 0.05208 m 

Thus, the maximum relative error in L is: 

dT. = 0.05208 m * 0.01736 (3.18) 

L 3 m 

and the maximum percentage error in L is: 

dL (100%) * 1.7361% error in L (3.19) 

L 

which is the same percentage error for c, and is not surprising since 3.14 
shows that dL is related to dc by a constant time value. 

Values for dL and the corresponding percentage errors for a distance of 
L = 3 meters at given temperatures of 15*0, 20*0, and 25°C are given in Table 
3.1. Note that as the temperature changes in increments of 0.5°C, dL changes 
in a linear fashion as predicted by 3.16. It can be seen that for every 1°C 
change in temperature, the calculated error in the distance measurement will 
be, at most, approximately 0.1736% of the true distance. Thus, for example, at 
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a temperature of 20°C over a distance of 1 meter with a temperature change 
over that distance of 1°C, the measurement error should be approximately 
0.1721 cm, or 1.721 mm. 


dT (°C) 

T = 
dL 

1 5°C 
% error 

T = 
dL 

20°C 
% error 

T 

dL 

25°C 
% error 

0.0 

0.0000 

0.0000% 

0.0000 

0.0000% 

0.0000 

0.0000% 

0.5 

0.0026 

0.0868% 

0.0026 

0.0861% 

0.0026 

0.0853% 

1.0 

0.0052 

0.1736% 

0.0052 

0.1721% 

0.0051 

0.1707% 

1.5 

0.0078 

0.2604% 

0.0077 

0.2582% 

0.0077 

0.2560% 

2.0 

0.01 04 

0.3472% 

0.01 03 

0.3442% 

0.01 02 

0.3413% 

2.5 

0.01 30 

0.4340% 

0.0129 

0.4303% 

0.0128 

0.4267% 

3.0 

0.01 56 

0.5208% 

0.0155 

0.5164% 

0.01 54 

0.5120% 

3.5 

0.0182 

0.6076% 

0.0181 

0.6024% 

0.0179 

0.5974% 

4.0 

0.0208 

0.6944% 

0.0207 

0.6885% 

0.0205 

0.6827% 

4.5 

0.0234 

0.7812% 

0.0232 

0.7746% 

0.0230 

0.7680% 

5.0 

0.0260 

0.8681% 

0.0258 

0.8606% 

0.0256 

0.8534% 

5.5 

0.0286 

0.9549% 

0.0284 

0.9467% 

0.0282 

0.9387% 

6.0 

0.0312 

1.0417% 

0.0310 

1.0327% 

0.0307 

1 .0240% 

6.5 

0.0339 

1 .1285% 

0.0336 

1.1188% 

0.0333 

1.1 094% 

7.0 

0.0365 

1.2153% 

0.0361 

1.2049% 

0.0358 

1.1947% 

7.5 

0.0391 

1.3021% 

0.0387 

1.2909% 

0.0384 

1 .2800% 

8.0 

0.0417 

1.3889% 

0.0413 

1.3770% 

0.0410 

1.3654% 

8.5 

0.0443 

1.4757% 

0.0439 

1.4630% 

0.0435 

1.4507% 

9.0 

0.0469 

1 .5625% 

0.0465 

1.5491% 

0.0461 

1.5361% 

9.5 

0.0495 

1 .6493% 

0.0491 

1.6352% 

0.0486 

1.6214% 

10.0 

0.0521 

1 .7361% 

0.0516 

1.7212% 

0.0512 

1 .7067% 


Table 3.1 — Relation Between dT and dL Showing the % Error in L 


The preceding results for error in the slant range can be extended to 
find the errors in the distance measurements required by the problem 
solution. Recalling the equation for Dx from 3.3 3Dx is found as: 


9D X = 


d23 


(3.20) 
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which, after inserting expanded terms for dL 2 and dL 3 , and simplifying the 
result, becomes: 


3D X = (0.6065) 


(273) 1/2 dT Lob - i 
(T + 273 )l/2 d 23 


(3.21) 


Taking the derivatives of equations 3.6 and 3.7 yield equations similar to 3.21: 
0Dy = (0.6065) (273) ^ dT (3.22) 

(T + 273)V2 d 12 


and 


3D Z = (0.6065) (273) 1/2 dT Loto - L ib (3.23) 

(T + 273)1/ 2 d 24 


Note that in this case, the error in each of the distances Dx, Dy, and D z 
depends solely on the error in the temperature measurement. Thus, again 
using the values T = 15°C and dT = 10°C, as before, the following maximum 
errors arise in the distance measurements: 


3Dx = (5.9055) Loto - Lot 3 (3.24) 

^23 

0Dy = (5.9055) Liti - L?t? (3.25) 

di 2 

and 

0D Z = (5.9055) Lot 2 - LaU (3.26) 

d 2 4 


0Dx, 0Dy, and 0D Z are maximized when the right hand side of each of 
their equations is maximized. Again, limiting the maximum measured 
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distances to 3 meters, and setting d 23 = di 2 = d 24 = 1, the maximum values are 
found to be: 


9D X = 9Dy = 9D Z = (5.9055) (0.01411) * 0.08333 m (3.27) 


and the maximum percentage errors in D x Dy, and D z to be: 

9Dv (100%) = 2 Hy (100%) = mz (100%) * 2.8735% error (3.28) 
D x Dy D z 


Reducing Slant Range Measurement Errors 

It has been shown that the measurement accuracy of the slant ranges is 
most affected by changes in temperature along the flight path of the ultrasonic 
wave front. Therefore, the method to reduce error in the slant range 
measurements must be able to determine the temperature changes along the 
flight path and apply those changes to the known speed of sound. 
Unfortunately, detecting such temperature changes is a difficult task and 
therefore requires an attempt to find a simpler method. 

Recall that changes in an environment's temperature directly change 
the speed of sound within that environment. This being the case, if the speed 
of sound can be accurately measured dynamically (while slant range 
measurements are being taken) instead of defining it to be a static value for 
the environment, then the effects of any temperature changes can be applied 
to the next set of slant range measurements. A simple method of 
determining the speed of sound is to set up another ultrasound transmitter 
and receiver unit at a known distance and then measure the speed of sound 
over that known distance by solving for c from equation 2.1 since D and t are 
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known; thus, c = D/t. If this calibration measurement is made just prior to 
measuring the slant ranges then the dynamically measured speed of sound 
can be used to measure the slant ranges more accurately than if a statically 
defined speed of sound is used. 

This method for dynamically measuring the speed of sound has a 
drawback in that it gives a measure of c in only one dimension. If the speed 
of sound can be accurately measured in more dimensions, then the 
individual speed of sound values can be averaged to find an increasingly 
accurate value for c. If, for example, two receiver units are used instead of 
one for the calibration measurement then the value for c can be found as the 
average of two individual measures of c (ct and C 2 ) and thus take into account 
fluctuations in temperature over two dimensions: 

c = £iJL £2 (3.29) 

2 

An ideal setup for the calibration receivers is to use one receiver, Ri, to 
measure the horizontal component of the speed of sound (ci for example) 
and the other receiver, R 2 , to measure the vertical component of the speed of 
sound (C 2 ) as shown in Figure 3.4a. 

W R2 


S Rl 

(a) 

Figure 3.4 — Setup to Calibrate Speed of Sound Value in 2- and 3-Space 
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Since the two receivers are positioned at right angles, setup (a) takes 
into account changes in the speed of sound over two dimensions. To include 
the changes in the speed of sound over the third dimension, a third receiver, 
R 3 , can be added orthogonally to the first two as shown in Figure 3.4b. This 
additional receiver adds another term to 3.29 to give 3.30. 

C = £l_±_£2-±_£3 (3.30) 

3 

Therefore, the third term allows fluctuations in temperature over a third 
dimension to be taken into account. When averaged with the c^ and ci 
values from the first two dimensions, the C 3 value allows determination of 
the value of c over the entire 3-space environment. 


20 



CHAPTER 4 


EXPERIMENTAL RESULTS 


Description of Experiment 

A foremost concern associated with making ultrasonic time of flight 
distance measurements is the accuracy of the results based on temperature 
fluctuations along the path of the ultrasound wave. The more unstable the 
temperature along the path of flight for the ultrasonic wave front, the more 
inaccurate the distance measurements will be. The previous chapter 
demonstrates that the maximum expected percentage error in distance 
measurements is approximately 1.7361% at T = 15°C and dT = 10°C. 

In order to determine the amount of measurement error which might 
be encountered under lab conditions, a set of distance measurement samples 
is found for a known distance. The sample mean is calculated from the 
samples and then used to determine the average measurement error from 
the data. Additionally, the maximum sample value is used to determine the 
maximum percentage error in the data. Thus, the average and maximum 
bounds of measurement error are determined for the sample data. 

The experimental setup consists simply of a Polaroid ultrasonic 
transducer set up at a known distance of approximately 3 meters from a target. 
The transducer is fired and the distance then calculated from the time of 
flight of the received target echo. For this experiment, 180 distance 
measurement samples of the known distance were gathered at the rate of one 
sample per second to avoid any reverberation errors. The mean was then 
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determined from the data and used to determine the average percentage 
measurement error as: 

e a v g = dL (100%) * AL (100%) (4.1) 

L L 

where AL = (L - M) with M as the sample mean of the data and L = 3m. 
Additionally, the maximum percentage error from the data was determined 
by replacing M with the maximum sampled value for the distance so that AL 
can be rewritten as AL = (3 - max). The magnitude of the percentage error can 
simply be found by using I AL I . 


Results of Experiment 

From the 180 samples taken, the mean was found to be approximately 
3.0016 meters and the maximum sampled value to be 3.007 meters. The 
calculation of e aV g showed that the magnitude of the average percentage error 
in the measurement samples was approximately 

e avg = AL (100%) = 1(3 - 3.0016)1 (100%) * 0.0537% (4.2) 

L 3 

and the magnitude of the maximum percentage error was approximately 

£max = AL (100%) = 1(3 - 3.0071 1 (100%) * 0.2333% (4.3) 

L 3 

The temperature in the room during the time interval in which the 
sample measurements were taken was approximately 71°F, or 21.6667°C. 
Consulting the T = 20°C column of Table 3.1 shows that for each of the error 


22 



measurements the value of dT over the path of the wave was approximately 
0.4°C for the average measured sample, and approximately 1.4°C for the 
maximum measured sample. 

In retrospect, the values for the average and maximum percentage 
errors seem fairly reasonable, given the temperature of the room and the 
fairly static temperature conditions therein. Thus, if equipment was set up as 
in Figure 3.1 to measure the Dx, Dy, and Dz 3-space component distance 
values it would be reasonable to expect that the percentage error values of 
those components would be considerably less than the predicted maximum 
percentage error value of 2.8735%. 
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CHAPTER 5 


PROTOTYPE COLLISION AVOIDANCE SYSTEM 


Prototype System Design 

The problem of avoiding collisions between two independently 
operating, closely-situated robotic arms can be handled by a two-step process. 
The first step is the detection of an impending collision and the second is the 
actual avoidance of the collision. Detection of an impending collision can be 
handled with the following sequence of steps: 

(1) Determine the 3-space locations of important points on the arms 
(namely the locations of the ultrasound transmitters). 

(2) Calculate the distances between the arms using the location of the 
points found in step 1. 

(3) Compare the calculated distances against preselected nearness 
thresholds to determine if the arms are too close. 

(4) Based on the nearness comparison, signal the collision avoidance 
system if the arms are too close. 

The collision avoidance step can be handled by simply taking some evasive 
action to avoid the collision. The type of evasive action taken could range 
from simply halting the movement of one or both of the arms to more 
complicated maneuvering actions to bring the arms to safe distances from 
each other. 

A minimal setup of ultrasound transmitters and receivers necessary 
for the detection of impending collisions is shown in Figure 5.1. The figure 
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shows the two robot arms, each with shoulder, elbow, and wrist joints, 
situated along a rail which allows lateral base movement of both arms. 



Connected to the base of arm 1 is the array of the four receivers, Pi to P4 
(Pi is not shown as it lies directly behind receiver P 2 ). The four receivers are 
set up as discussed in Chapter 3 at distances di 2 , d 23 , and d24 apart from each 
other and are used to determine the location of the two ultrasound 
transmitters (denoted Si and S 2 ) which are connected at the base of each arm's 
wrist. The transmitters are placed at the bases of the wrists since the 
assumption is made that each arm's wrist location represents, in general, the 
maximum extension of the arm into 3-space from its corresponding arm base. 
Knowledge of the 3-space locations of the wrists from the transmissions of Si 
and S 2 enables the calculation of the distances between them and gives a 
general estimate of the proximity of the arms. Comparison of the wrists' 
proximity based on some predetermined nearness thresholds allows the 
system to determine if a collision between the wrists could occur and 
therefore whether or not evasive action should be taken. 
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Prototype System Accuracy 

Reducing the total amount of error in the Dx, Dy, and Dz 
measurements is important for the accurate operation of the system. Once 
the distances between the important points on the arms (the wrists in this 
simple case) have been calculated, they are compared against nearness 
thresholds to determine if they fall within a range of distances regarded as too 
close for safe operation. Inaccuracies in the distance measurements can, 
therefore, affect the robots in one of two ways. The inaccuracies can trigger 
the collision avoidance system when the actual distances between the 
important arm points are not within the range of nearness thresholds, 
leading to reduced arm movement capabilities. On the other hand, 
inaccuracies can allow the arms to function even when the actual distances 
between the important arm points are within the range of nearness 
thresholds, possibly leading to an undetectable collision. 

As previously demonstrated, the percentage error in any of the 3-space 
component distance measurements should be less than approximately 2.874% 
with receiver offsets di 2 = d 23 = d 24 = 1 meter. However, if offsets of one 
meter are too large for practical use then their reduction means a reduction in 
measurement accuracy as shown by equations 3.24 to 3.26. The general form 
of those equations is given here for convenience. 

0D a = (5.9055) Lti - Lj tj (5.1) 

dij 

where A is the X, Y, or Z axis and i and j are used to index the slant ranges, 
time of flights, and offset value. The ratio 5.9055 / dy is simply the ratio of the 
constant value 5.9055 divided by an offset value dy. Therefore, if the value 
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for the offsets is chosen to be less than one meter, it has a multiplicative effect 
on the error. For this reason, it is advantageous to allow the offset distances 
between the receivers to be as large as possible. 

Additional inaccuracies arise from the use of only two ultrasound 
transmitters in the original design. Problems can arise because other of the 
locations on each of the arms, are not able to be determined. It is possible, for 
example, for the shoulder joint of arm 1 to be closer than the wrist joint of 
arm 1 to a point on arm 2. If this is the case, then the simple two-transmitter 
design is limited in its ability to accurately determine if a collision will occur. 
One method to overcome this limitation is to add additional transmitters at 
each major joint (shoulder, elbow, and wrist) on each arm so that the 
locations of these joints can be determined. Since the arms consist of rigid 
segments of known lengths, a simple point-to-point line algorithm can be 
used to draw a line segment between every joint on either of the arms so that 
the full 3-space description of each arm location can be determined. 
Ultimately, then, the distance between any point on arm 1 to any point on 
arm 2 can be tested against the nearness thresholds to determine if a collision 
might occur. 

Another concern with the minimal setup of Figure 5.1 arises from the 
realization that when either arm 1 or 2's transmitter is placed near 180° from 
the receiver setup the possibility exists that the ultrasound transmissions 
from Si or S 2 will be lost, or only detected after reflection of the transmitted 
wave occurs. One method of handling a lost transmission is to simply 
assume that the arm’s transmitter is currently facing away from the receivers. 
Unfortunately, when only one transmitter per arm is used, no method exists 
for determining if the entire arm is facing away from the receivers, or only 
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the wrist. If multiple transmitters are utilized on an arm then the detection 
of none, some, or all of the multiple transmissions allows the collision 
detection system to determine which parts of the arm are facing away from 
the receivers (and therefore are not in danger of colliding with the other 
arm). 

Determining whether a transmission is lost inherently requires some 
type of timeout procedure which takes into account the reverberation time of 
the transmission in the environment. If timeout is not considered, then the 
possibility exists of a reverberated transmission either reaching the receivers 
and being counted erroneously as a valid distance or hanging up the collision 
detection system indefinitely while the system waits for it to arrive. 
Knowledge of the reverberation time within a room is necessary, as well, so 
that the collision detection system can determine the proper time to fire the 
next ultrasound transmitter so that separate transmissions will not interfere 
with each other (assuming that each transmitter operates at the same 
frequency). 

The reverberation time of a room can be calculated from the following 
formula[4]: 

t r — 4 Vln dci / , I) (5.2) 

8aV - S ln(l - a) c 

where V is the volume of the room in m 3 , Io / I is the reduction in intensity 
of sound by 10 6 db, S is the total wall surface of the room in m 2 , c is the speed 
of sound in the room, and a and a are the absorption coefficients of the 
gaseous medium and room walls respectively. 
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Using 5.2, t r can be found for a several different room sizes. If a and a 
are held constant at a * 0.06 for air at 20°C (based on classical attenuation at a 
frequency of about 40 KHz) and a * 0.2 for average room structure attenuation 
then a table of reverberation time values can be obtained. 


Room Dimensions (m) 

Reverberation Time (ms) 

Length 

Width 

Height 

a = 0.06 

a = 0.08 

Average 

5 

5 

3 

198.99 

1 

182.54 

5 

10 

3 

210.64 

Mm wk 

192.38 

5 

15 

3 

214.83 

176.96 

195.90 

10 

10 

3 

223.73 

182.96 

203.35 

10 

15 

3 

228.46 

186.12 

207.29 

15 

15 

3 

233.41 

189.38 

211.40 


Table 5.1 — Reverberation Time For Rooms of Different Sizes 


Table 5.1 demonstrates that in a room heated to 20°C, the time required 
to pass before a transmission can be considered as lost is approximately 218 ms 
for a = 0.06 and 179 ms for a = 0.08. Obviously, if the collision detection 
system must wait, on average, approximately 198.8 ms for each transmission 
to die out, it behooves the designer to keep the number of transmitters in the 
system low so that the time required to find all the necessary arm locations is 
low. If the time to find all the arm locations is too high, a collision may occur 
before the system has a chance to determine the locations of all the 
transmitters. 

One workaround to this problem is to use ultrasound transmitters of 
different frequencies so that all of the transmitter locations can be found in 
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parallel. The disadvantage with parallelness is that all of the receiver 
circuitry must be reproduced n times for n transmitters. Additionally, the 
frequencies to be used for transmitting must not contain overtones which 
match another transmitting frequency or else ambiguity may occur when 
determining transmitter locations. 


Improving System Design 

Based on the considerations presented for reducing the inaccuracies of 
the two-transmitter system, several improvements can be made to the 
original prototype design. Clearly, for more accurate arm location 
determination, additional transmitters are necessary. If another transmitter is 
placed at the elbow joint of each arm it becomes possible to mathematically 
determine the location of all points on the arms using the point-to-point line 
algorithm discussed previously. 

The addition of two more transmitters augments the total time 
necessary to find all the necessary arm locations by twofold. To reduce the 
total reverberation time, anywhere from one to four distinct transmitting 
frequencies can be used so that transmission can occur in parallel. This adds 
to the total cost of the system due to redundant hardware, but reduces the 
time of reverberation to a more acceptable value. 

Finally, improvements in the calibration of the speed of sound can be 
utilized to reduce errors in the slant range measurements. Calibration of c 
requires at least one more ultrasound transmitter and receiver and possibly 
more as previously discussed in Chapter 3. The additional transmitters’ 
reverberation time must be considered, and used to determine how many, if 
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any, speed of sound calibration transmitters should be used. Clearly, if the 
total reverberation time for the system is fairly high then the distance 
measurements will not be gathered often enough to be of any timely use, and 
the accuracy of the distance measurements will be inconsequential. 
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CHAPTER 6 


CONCLUSIONS 


Summary and Conclusions 

A method of measuring distances using an ultrasound time of flight 
measurement method was examined in order to determine the bounds on 
measurement error due to temperature fluctuations along the path of the 
ultrasonic wave front. An upper bound on measurement error was 
determined to be maximally 1.7361% of the distance when a temperature 
change of 10°C was encountered over the path of the wave front. When 
applied to the collision detection and avoidance solution presented, this 
measurement error for slant ranges translates to an overall maximum error 
of approximately 2.8735% for each of the 3-space location components Djg Dy, 
and Dz used to determine the 3-space locations of ultrasound transmitters on 
the robot arms. 

The key method presented to minimize the measurement errors 
suggests that a more exact measurement of the speed of sound can reduce the 
error. By using multiple ultrasound transmitters and receivers, set up at 
known distances, a better estimate of the speed of sound can be determined 
over two or three dimensions. This improved estimate of the current speed 
of sound in the environment can be used to improve the overall accuracy of 
the slant range measurements. 

Experimental evidence suggests that the distance measurement errors 
do seem to follow the relationship which states that changes in distance 
measurements are directly proportional to changes in the temperature along 
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the path of the ultrasonic wave front. Additional experimental evidence 
suggests that it is possible to make ultrasound distance measurements within 
0.25% of the exact value at common room conditions. This would indeed 
appear to support the idea that distance measurements made via the 
ultrasound time-of-flight method are suitable for a basic collision detection 
and avoidance system. 


Suggestions for Further Research 

The following list suggests steps which can be taken to further the 
efforts of the research completed thus far. Further research time spent 
examining the areas listed below will provide a better understanding of the 
feasibility of ultrasound to solve the collision avoidance problem. 

(1) Construction of a prototype collision avoidance system. This would 
require the construction of ultrasound transmitting and receiving 
hardware. 

(2) Interface of hardware with robot arms and a computer to control all of the 
ultrasound transmissions as well as compute the necessary calculations of 
3-space location components. 

(3) Determination of the 3-space location component (Dx, Dy, Dz) errors in 
the system. 

(4) Attempted reduction of errors by speed of sound calibration techniques 

using additional ultrasound transmitters as discussed in Chapter 3. 

(5) Determination of the effects of adding additional transmitters to system to 
implement point-to-point line segment algorithm discussed in Chapter 5. 

(6) Determination of the feasibility of using multiple transmission 
frequencies for parallel ultrasound transmission as discussed in Chapter 5. 
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(7) Interface of collision avoidance system with existing control software for 
robot arms to determine the geometrical and time limits of ability of the 
system. 

(8) Extension of work to an RF domain solution for use in activities where 
ultrasound is not feasible; use in space for example. Information on one 
possible technique using Polhemus 3SPACE three-dimensional position 
and orientation sensors is given in [10] and [11]. 


Steps 1 through 7 deal with implementing and then improving the 
accuracy and overall timeout requirements of the ultrasound solution. 
Conceivably, the implementation of step 8 would entirely eliminate the 
reliance on time of flight measurements for the current design and thus the 
effects of timeout discussed in the previous chapter. The parallel monitoring 
of the locations of the transmitters on the arms would allow for faster 
determination of the arm positions and, in doing so, possibly yield results 
suitable for a realtime solution. 
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